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HIV 1&2 RAPID TESTS (Smart Check HIV 1&2)

Fifty rapid test were stored at three different temperatures for three months to test their specificity and sensitivity:

Stored at 4’C for three months.  Lot#: 10221691, Exp. Date: 10/01
	HIV 1&2 Rapid Test
	Patient Positive to HIV 1&2
	Patient Positive to HCV
	Patient Positive to HBV

	POSITIVE  RESULTS
	50
	0
	0

	NEGATIVE RESULTS
	0
	0
	0


Sample number=  50;   Specificity=  100%, Sensitivity= 100%

Stored at Room temperature (12’C-25’C) for three months (usual way of storage) . Lot#: 10221691, Exp. Date: 10/01
	HIV 1&2 Rapid Test
	Patient Positive to HIV 1&2
	Patient Positive to HCV
	Patient Positive to HBV

	POSITIVE RESULTS
	50
	0
	0

	NEGATIVE RESULTS
	0
	0
	0



Sample number=  50;   Specificity=  100%, Sensitivity= 100%

Stored at 37’C for three months. Lot#: 10221691, Exp. Date: 10/01
	HIV 1&2 Rapid Test
	Patient Positive to HIV 1&2
	Patient Positive to HCV
	Patient Positive to HBV

	POSITIVE RESULTS
	40
	0
	0

	NEGATIVE RESULTS
	5
	0
	0


Sample number=  50  Specificity=  100%, Sensitivity= 80%
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QUALITY CONTROL
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